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Many upcoming experiments in antimatter research require low-energy antiproton beams. With a kinetic
energy in the order of 100 keV, the standard magnetic components to control and focus the beams become
less effective. Therefore, electrostatic components are being developed and installed in transfer lines and
storage rings. However, there is no equipment available to precisely map and check the electric field
generated by these elements. Instead, one has to trust in simulations and, therefore, depend on tight
fabrication tolerances. Here we present, for the first time, a noninvasive way to experimentally probe the
electrostatic field in a 3D volume with a microsensor. Using the example of an electrostatic quadrupole
focusing component, we find excellent agreement between a simulated and real field. Furthermore, it is
shown that the spatial resolution of the probe is limited by the electric field curvature which is almost zero
for the quadrupole. With a sensor resolution of 61 V=m=
ﬃﬃﬃﬃﬃﬃ
Hz
p
, the field deviation due to a noncompliance
with the tolerances can be resolved. We anticipate that this compact and practical field strength probe will
be relevant also for other scientific and technological disciplines such as atmospheric electricity or
safeguarding near power infrastructure.
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Introduction.—Since the 1950s it has been common-
place to utilize dedicated quadrupole magnets to focus and
control the particle beams contained and accelerated by
synchrotrons, linear accelerators, and their corresponding
transport lines. Technology has been widely developed
to measure these magnetic fields, based on the Hall
effect, nuclear magnetic resonance, or coil systems [1–4].
Imperfections in the fabrication process and other sources
of error, such as how the effective field strength scales with
input current, may be identified. Additionally, fringe fields,
higher order field effects, and field imperfections may be
studied through such measurements.
With the growth of low-energy antimatter physics and
ever lower energy antiproton beams, facilities [5–7] are
opting to use electrostatic elements to control such beams.
These are more desirable for low-energy hadronic or
ion beams as their electrostatic rigidity is independent
of mass. This can be seen when considering a charged beam
passing through either a uniform electrostatic or magnetic
field:
ρE ¼ 2Ek
q
; ρB ¼ 1
q
ﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃ
2mEk
p
; ð1Þ
where ρ is the bending radius of the beam, E the electric
field, B the magnetic field, Ek the kinetic energy of the
beam, m the mass, and q the charge of the particles. For
medium to higher energies magnetic elements are prefer-
able due to a dependence on
ﬃﬃﬃﬃﬃ
Ek
p
. Despite this advantage
for low-energy beams, precise field mapping has never
been performed for electrostatic elements due to a lack of
appropriate noninvasive field measurement technology.
Instead one is relying on a good agreement between
simulated and real field and on flawless fabrication of
the hardware elements. Currently the extra low energy
antiproton (ELENA) storage ring is undergoing commis-
sioning at CERN, decelerating 5.3 MeV beams to 100 keV
[7–10]. To accommodate these unprecedented low ener-
gies, magnetic transport lines to antimatter experiments are
being replaced by electrostatic lines. The field homogeneity
requirements are controlled by specifying carefully the
mechanical tolerances on electrode shape and alignment.
We present an approach for verifying experimentally the
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simulated field using the example of an electrostatic
quadrupole (EQP), which is part of a focusing-defocusing
assembly (FODO) of these lines. With this approach, we
close a long-open gap in measurement technology and
show that the field changes due to offsets in the position of
the EQP electrodes within the tolerances can be resolved.
This way, faulty assemblies can be identified and excluded
from application in the transfer lines.
Reliable determination of slowly varying and static
electric fields has repeatedly proven to be challenging.
Especially the scanning or mapping of E fields in a three-
dimensional volume has not been achieved with state-of-
the-art equipment. For example, the standard instrument in
atmospheric science is the so-called field mill [11–13],
which chops the electrostatic field with a grounded elec-
trode. The time-varying induced charge on the electrode is
then converted into a voltage signal. This method has been
miniaturized to profit from reduced power consumption
and size [14–16]. The grounded component, however,
causes massive field distortions directly at the measurement
point.
Another method employs electro-optical crystals. Here,
changes in the refractive index proportional to E (Pockels
effect) or to E2 (Kerr effect) are used [17–19]. Such
sensors, however, are hardly of practical use—one excep-
tion poses the application as voltage sensor for high-voltage
power lines [20]. The size of these instruments (10 cm for
the crystal alone), however, impedes field mapping inside
beam shaping elements.
The only 3D mapping of an electrostatic field was
achieved with the force-field microscope of reference [21].
This elaborated approach exploits an optically trapped
charged microsphere which can be positioned to scan
the electric field in a volume. While this method excels
for small volumes (1000 μm3), it is hardly practical for
mapping the field of macroscopic components.
Recently, a transduction method was introduced, ena-
bling field mapping in meso and macroscopic volumes
[22,23]. It exploits the electrostatic induction occurring
inside a conducting body (here, doped silicon). The
charged surfaces of the polarized conductor are, due to
the external field E, subject to an electrostatic force
Fes ¼ QE, which causes a deflection in a microelectro-
mechanical system (MEMS). Here,Q is the induced charge
on one side of the conductor, the whole body remains
neutral. Since Q depends linearly on E, Fes ∝ E2. The
deflection is read out with an on-chip optical shutter. With
this kind of readout, remarkable sensitivities of below
1 pm=
ﬃﬃﬃﬃﬃﬃ
Hz
p
has been achieved [24,25].
Here we describe a sensor probe (volume < 1.5 cm3)
based on this transduction and use it to characterize the
fields generated by the EQP. Since the quadrupole field is
inhomogeneous, the suitability of the MEMS and its spatial
resolution were investigated by finite element method
(FEM) simulations. A sketch of the FODO with one of
the EQPs highlighted is given in Fig. 1. The highlighted
part was also used as underlying geometry for the
simulations.
Aim of the simulations was to estimate the electrostatic
force occurring in the MEMS chip (sized 6 × 6 × 0.9 mm3)
and how the corresponding field deviates from the actual
field at the same point. They also offered an insight into the
spatial resolution of the sensor. Note that the MEMS is
designed to deflect in only one direction and, thus, is
selective only to the corresponding field component. In a
first calibration simulation, the relation between force and
field strength, Fes ¼ αE2, i.e., the coefficient α, was
determined. A value of α ¼ 1.29 × 10−14 N=ðV=mÞ2 was
obtained inside a uniform field ranging from 0 to
83.3 kV=m (see Supplemental Material [26]).
The MEMS was then placed in the volume between the
EQP electrodes. It was moved to various positions within
this volume to obtain the local force. Figure 2(a) shows the
results for the center yz plane cutting through the EQP. In
these simulations, the potentials of the electrodes were set
to200 V and to 0 V for the shielding plates. This is much
smaller than the typical voltages applied in the transfer lines
(< 6 keV), but equals the voltage applied during the
measurements. Both y and z components of the force have
been obtained by appropriate orientation of the chip and
were combined to obtain an E field as E ¼ ﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃðFy þ FzÞ=αp .
The x component has not been investigated, since it is
nonzero only at the entrance and exit of the EQP and its net
effect on the particle beam is negligible. Note that since
Fes ∝ E2, E corresponds to the absolute value of the field.
However, since in this setting the polarity of the electrodes
is known, so is the direction of E.
The spatial resolution of the probe was investigated by
moving the MEMS geometry along a line through the EQP
field with a step size of 1 mm which is much smaller than
the chip. The line was chosen to be between the points
FIG. 1. Sketch of the FODO assembly. Elements of the
simplified model are highlighted. Different colors represent the
applied voltage at the poles: red (þ) and blue (−). Frontal and
rearward shielding plates for mitigating of the fringe field
influence are highlighted in grey.
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ðx; y; zÞ ¼ ð0;−3; 2Þ cm and (0,3,2) cm [see Fig. 2(b)].
Thus, only the y component of the E field is nonconstant
[Fig. 2(c)]. Figure 2(d) shows that for the y component, the
directly obtained force matches the recalculated one
exactly. Thus, the spatial resolution is in this case well
below the width of the chip.
The situation is different for fields with higher curvature.
Another analysis regarding the spatial resolution was
performed in the field between a thin electrode and a plate
electrode (see Supplemental Material Fig. S4 [26]). In this
case, the results deviate strongly. However, since no such
features are present in the EQP assembly, the spatial
resolution of the probe can be expected to be sufficient.
In order to probe the EQP field, the MEMS chip is
encapsulated within a 3D-printed acrylic holder and con-
nected via optical fibers to the readout electronics placed at
a remote location. Except from the Si chip, only dielectric
materials are used in the probe to minimize field distor-
tions. The light is guided through the chip and reflected by
a right-angle prism and fed back to the fiber. Figure 3(a)
depicts the fully assembled measurement setup. Linear
stages are used to position the sensing tip. The components
Ey and Ez were obtained by according orientation of the
chip. For Ex however, one would need to probe the EQP
through the tank, which is not possible with this setup.
The EQP was supplied with a sinusoidal voltage of
200 V and f ¼ 150 Hz using a high-voltage amplifier
(Tabor Electronics 9200A) controlled by a waveform
FIG. 2. (a) Cross section of the E field recalculated from Fy and
Fz obtained on the yz plane in the EQP center. The black dots
denote the positions of the MEMS geometry. A linear interpo-
lation has been applied between them. (b) Potential at the cross
section. For investigating the spatial resolution, the MEMS was
moved along the horizontal line in 1 mm steps. (c) Field
components obtained along the line. (d) Force obtained in the
simulations (red circles) compared to the force calculated from
the data in (c) by Fy ¼ αE2y.
FIG. 3. (a) Setup for the EQP field characterization. (b) The zoom highlights the light path through the probe tip. (c) Schematic of the
measurement and map of the field strength in the front half of the EQP. The data points were interpolated and represented as isosurfaces.
(d) Different views on the visualized measurement data.
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generator. A low-frequency ac supply was chosen over a dc
supply to use the lock-in method for the sake of improved
results. Furthermore, this way it was possible to excite the
mechanical resonance (f0 ¼ 300 Hz) of the MEMS.
The probe was calibrated for both y and z direction
in a uniform field provided by parallel plate electro-
des. Voltages ranging from 500 mV to 200 V were
applied to the plates, which were 3.4 cm apart. This
amounts to a field range of 7.4–5900 V=m. The respon-
sivities of Ry¼1.12×10−7Vrms=ðV=mÞ2 and Rz ¼ 0.74 ×
10−7 Vrms=ðV=mÞ2 for y and z directions, respectively,
were obtained with a least-squares fit. The difference of
roughly 34% can be attributed to slightly different optical
pathways. The field resolution limit was estimated from the
noise spectrum of the probe (Supplemental Material Fig. S7
[26]). The zero-field output voltage of roughly 0.5 m Vrms
corresponds to a worst-case (z direction) field strength of
98 V=m. Taking into account the bandwidth (2.6 Hz) of the
lock-in amplifier, this equals a resolution of 61 V=m=
ﬃﬃﬃﬃﬃﬃ
Hz
p
.
Then, the 3D volume from the center plane to the outer
edge of the shielding plate of the EQP was studied. It was
8 × 5 × 5 cm3 in size and with a step size of 2 mm in each
direction, a total of 39 × 25 × 25 ¼ 24375 points were
scanned. Figure 3(c) shows the obtained map of the field
amplitude jEj composed of Ey and Ez.
The probe was then used to map the most ideal field in
the center cross section to compare it to the FEM
simulations. Figures 4(a) and 4(b) show the corresponding
results for output voltage and field strength of y and z
components. Due to the different responsivities, the shape
of the total output voltage appeared stretched, which was
rectified by the probe calibration.
To confirm the spatial resolution predicted by the
numerical analysis, the field along the same line as in
Fig. 2(b) is recorded with a step size of 100 μm. The
resulting output voltage and field strength for the y
direction are shown in Figs. 4(c) and 4(d). The field
strength was again recalculated from the output voltages
with the responsivities obtained during the calibrations.
The spatial resolution for the linearly changing field
component is qualitatively and quantitatively in good
agreement to the prediction. The deviation from the
simulated data is in the order of 3% which can be attributed
to the makeshift holders for the fibers and probe tip.
It can be concluded that the EQP behaves like the
simulations predict, which is one of the major benefits
of electrostatic components. However, unforeseen effects
can occur if the fabricated geometry deviates from the
design. This is why tolerances of δ ¼ 50 μm are required
for the individual components. According to Ref. [27],
this leads to a maximum transverse offset of one electrode
of δmax ¼ 150 μm and a mean cumulative offset of
δ¯ ¼ 100 μm.
Assuming a quadrupole composed of four point charges,
an analytical perturbation estimation of the field can be
performed for a small spatial offset of one of the charges.
For the point charges þq located on the y axis at a distance
s from the origin and the charges −q on the z axis at a
distance s from the origin, the perturbed potential for a
displacement Δy ¼ δ of the charge at y ¼ −s is given as
Φ ≈Φ0 −
q
4πε0
δ
s

1
s
−
2y
s2
þ 3
s3

y2 −
z2
2

; ð2Þ
where ε0 is the vacuum permittivity andΦ0 the unperturbed
potential. The perturbed potential also contains a monopole
and a dipole term. Higher poles and higher order δ terms
were omitted. From that, the field components Ei ¼
−∂Φ=∂xi can be calculated. Thus, with Uout ∝ E2, the
relative change of the corresponding sensor output voltages
can be written as
Uout;y
U0out;y
≈ 1þ 2 δ
s

1
3
s
y
− 1

and
Uout;z
U0out;z
≈ 1 −
δ
s
: ð3Þ
The poles can be viewed as equipotential surfaces and
approximate the hyperbolic shape of the quadrupole
potential. The radial position s of the imaginary point
charges is, thus, given by s ¼ ﬃﬃﬃ2p r0, with r0 ¼ 3 cm
being the distance of the poles from the coordinate origin.
FIG. 4. (a) Output voltageUtot ¼ Uy þ Uz from the EQP center
cross section. (b) Corresponding field strength jEj obtained with
the respective responsivities Ry;z. The black dots denote the
positions of the probe. The data were linearly interpolated
between them. (c) Spatial resolution of the E field probe in
terms of recorded voltage. The MEMS was moved along a line as
in Fig. 2(b) with a step size of 100 μm. (d) jEyj recalculated from
the data in (c) compared to the simulations.
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This leads to deviations inUout;i of0.07% (with y ¼ 2 cm)
and 0.12% for y and z components, respectively.
The precision of a single measurement with the MEMS
probe is given by the standard deviation relative to the
measured signal. For being able to check if the tolerances
are met, the precision needs to be smaller than the above
derived deviations. The standard deviation for the probe
was determined during the calibration (see Supplemental
Material Fig. S6 [26]). Figure 5 shows that the probe is able
to resolve these tiny field perturbations, if the unperturbed
field is large enough (≳2 kV=m).
We presented a way to scan the electric field strength in a
3D volume. It has been shown that remarkable spatial
resolution can be achieved for fields with sufficiently low
curvature. The field of an electrostatic quadrupole was
mapped and is used for low-energy antimatter beam
steering and control in the ELENA experiment at
CERN. The results confirmed experimentally that such
electrostatic components behave like numerical analyses
predict. However, this reliability hinges on tight fabrication
tolerances and flawless production. Future projects envis-
aged at CERN involve electrostatic elements in a ring,
where due to the beam passing the element multiple times,
the required field homogeneity is tighter than for the
abovementioned EQPs. For the ongoing study of an
electrostatic ring to measure the electric dipole moment
[28–32], a field homogeneity of 10−4 is required that
corresponds to mechanical fabrication tolerances of a
few micrometers. While the requirements of the ELENA
transfer line EQP [tolerance of Oð100 μmÞ] are still
feasible, it will be difficult to cost-effectively produce
electrostatic ring elements. Here, a precise field mea-
surement of the series production would enable for
mitigation measures such as sorting elements and active
compensation.
Apart from accelerators and particle storage rings, such a
potentially low-cost probe can also be of interest for power
infrastructure, atmospheric electricity research or worker
safeguarding.
In future works, sensor elements will be combined to
measure all three field axes at once. Also commonly used
spatial averaging for magnetic field mapping, handled by
so-called quad Hall plates [33], could be adapted for our
needs. In an ideal case, the effect of the spatial offset should
be completely eliminated utilizing this technique.
The mounting of the sensor needs upgrading to avoid
bending, tilt, and misalignment of the chip. Furthermore,
improving the optical paths and coupling is expected to
lead to a significantly increased signal-to-noise ratio and
lower power consumption. This will also be achieved by
integration of the current makeshift electronics. We expect
that the extreme precision necessary for sorting out
electrostatic ring elements will be reached with these
improvements.
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